Sepsis is among the top 10 causes of mortality in the United States. Rapid administration of antibiotics is one of the most important contributors to patient survival, yet only a limited number of methods exist for rapid identification of microbes cultivated from bloodstream infections, which can lead to sepsis. While traditional single-target molecular methods have been shown to greatly improve survival for septic patients by enabling rapid deescalation of broad-spectrum antibiotics, multiplex methods offer even greater possibilities. A novel multiplex method, PCR coupled to electrospray ionization mass spectrometry (PCR/ESI-MS), was used to identify the genus and species of microorganisms found to cause human bloodstream infections. DNA was directly extracted from 234 BacT-Alert blood culture bottles, and results were compared to those obtained by clinical reference standard methods. The study results demonstrated 98.7% and 96.6% concordance at the genus and species levels, respectively. Mixtures of microbes were identified in 29 blood culture bottles, including mixed species of the same genus, as well as mixtures containing Gram-positive and Gram-negative organisms, exemplifying the PCR/ESI-MS capability to identify multiple organisms simultaneously without the need for cultivation. This study demonstrates high analytical accuracy in comparison to routine subculture of blood culture bottles and phenotypic identification of microbes. Without foreknowledge of the microorganisms potentially present, the PCR/ESI-MS methods can deliver accurate results in as little as 5 to 6 h after a positive alarm from the automated blood culture system; however, current batch mode testing limits the method's clinical utility at this time.
The ability to rapidly identify the causative agent of bloodstream infections (BSIs) is of paramount importance to clinical microbiology laboratories. Rapid identification significantly reduces the rates of patient mortality, reduces the use of unnecessary antibiotics, and lowers costs to the hospital (6, 7, 15) . If untreated, BSIs can lead to sepsis or progress to severe sepsis, with one or more organ dysfunctions, which can ultimately result in septic shock and/or death.
Death due to septic shock is currently the 10th leading cause of mortality in the United States (28) . More notably, the rate of sepsis-related death is on the rise. In 2000, sepsis was ranked as the 13th leading cause of death (5) , symbolizing a 139% increase in incidence over a 10-year period (8) . It is estimated that approximately 215,000 deaths per year are sepsis related, and the costs associated with sepsis are exceedingly high, approximately $17 billion each year and rising, due to the length of hospital stay required (1) .
It is estimated that the survival increases by 7 to 10% for every hour of earlier administration of targeted antibiotics (34) . Ideally, bacteria in the bloodstream should be identified as quickly as possible in order to administer the most appropriate antibiotics, as opposed to use of broad-spectrum antibiotics. This approach requires direct evaluation of bacteria from positive blood culture bottles (BCBs) or whole blood. Unfortunately, current routine clinical testing involves time-consuming cultivation of microorganisms prior to identification via colony and cell morphology and biochemical profiling. This routine identification may take several days and can result in false-negative results, particularly when antibiotic treatment has already begun (24, 36) .
Studies using phenotypic testing systems directly on broth from positive blood culture bottles report a lack of accuracy for certain species and a high rate of nonidentification of species (9, 14, 35) . Subsequently, several molecular testing methods are currently used in clinical laboratories for identification of microbes directly from blood culture bottles.
FDA-approved peptide nucleic acid fluorescent in situ hybridization (PNA-FISH) methods are available from bioMérieux (Durham, NC) and AdvanDx (Woburn, MA) and demonstrate successful identification of certain bacteria and yeasts directly from blood culture bottles. Evidence based on intervention studies emphasizes the potential advantages of such a rapid diagnostic method (21) (22) (23) 37) , but PNA-FISH is limited because it can confirm identity of only a few organisms, and kit selection relies solely on Gram stain, which could bias results toward the identification of the predominant microbial species.
Additionally, the Xpert MRSA/SA blood culture assay (Cepheid, Sunnyvale, CA) is a real-time PCR and is FDA approved for identification of Staphylococcus aureus and methicillin-resistant S. aureus (MRSA) from blood culture bottles. GeneXpert and other PCR systems can greatly diminish the delay from blood draw to actionable results (48) , but, like PNA-FISH, the method is limited to identification of only a few genetic targets.
Pyrosequencing is another genetic method that shows promise for detecting bacteria directly from blood culture bottles. Accurate species identification is documented; however, the method is not yet FDA approved (31, 32) . Moreover, sequence-based approaches require a relatively complex skill set, compounded by labor intensity, for assay performance and interpretation of sequences. In addition, sequencing methods have difficulty with microbial mixtures, which can occur in blood culture broth.
In addition to molecular-based methods, protein-based identification methods that rely on matrix-assisted laser desorption ionization-time of flight mass spectrometry (MALDI-TOF MS) are being used for identification of bacterial species. Methods that use Bruker and Shimadzu mass spectrometers report high concordance and utility in clinical laboratories (10) . While these methods are developing for direct testing from blood culture bottles (42), they are not yet FDA approved.
As an alternative to other molecular methods, we describe the use of the PCR coupled to electrospray ionization mass spectrometry (PCR/ESI-MS) for rapid and high-throughput genotypic characterization of bacteria directly from positive blood culture bottles (17, 18, 29, 47) . PCR/ESI-MS uses broadrange primers that are specific for groups of microbes rather than for any one particular species. Primers amplify across a region that is variable between species and strains. These broad-range primers are used in conjunction with species-or strain-specific primers. Additional primer pairs target identifiable genes for antibiotic resistance or particular pathogenic features. General methods for genotypic identification of bacteria and fungi by PCR/ESI-MS have been previously described (4, 16, 17, 26, 47) .
The mass/charge (m/z) ratio of the PCR amplicon is measured via mass spectrometry, resulting in a calculated molecular mass for the forward and reverse strand of each amplicon, which is then correlated to the amplicon base composition, as illustrated in Fig. 1 . Measurement is possible with high mass accuracy, and resolution is attained by internal calibration combined with the added specificity achieved due to the reverse complementarities of the genetic material. For each amplicon, data can be used in tandem with those from products amplified by several other primers to identify the bacterial species and strains present. Finally, the resulting genetic fingerprints are compared to those in a database of known DNA base compositions.
A major advantage to this method is the ability to characterize an organism without prior knowledge. The PCR/ESI-MS technique has the potential to detect virtually all bloodstream infections in a single, rapid assay. This study was designed to demonstrate the ability of PCR/ESI-MS to detect bacterial and fungal pathogens directly from positive blood culture bottles, showing the potential for faster microbial identification that could hasten administration of targeted antimicrobial therapy aimed to decrease the mortality, morbidity, and length of patient hospitalizations. The positive and negative cases, as determined by the reference standard culture methods, were selectively chosen by the investigator prior to PCR/ ESI-MS testing to create a high-prevalence sample set that contained a broad diversity of microbial species and to avoid redundancy of the sampling for particular high-prevalence microorganisms. Samples were blinded prior to evaluation with PCR/ESI-MS. Mixed specimens were purposefully selected as challenge samples to test the accuracy of the PCR/ESI-MS assay on patient specimens containing multiple microbes.
The sample set had the following characteristics: 33.8% were from inpatient wards, 22.9% were from the Emergency Department, 13.9% were from the adult intensive care unit (ICU), 11.9% were from bone marrow transplant wards, 7.0% were from pediatric inpatients, 4.5% were from the pediatric ICU, 4.5% were from other adult outpatient units, and 1.5% were from autopsy. The patients' ages ranged from 14 days to 93 years, with a median age of 50 years and a mean age of 45.3 years. Gender mix was 39.3% female and 60.7% males.
Blood culture broths. Two milliliters of blood from FA and FN blood culture bottles (bioMérieux, Durham, NC) determined to be positive by the BacT-Alert 3D instrument (bioMérieux) was removed and placed into sterile tubes for cryostorage (Starstedt, Newton, NC). These specimens were stored at Ϫ80°C until they were utilized in this series of experiments. Negative broths were incubated for 5 days and similarly processed and stored.
Reference standard methods for identification. Aliquots from positive blood culture bottles were subjected to Gram stain and plating on Trypticase soy agar supplemented with 5% sheep blood (TSA; Remel, Lenexa, KS). Chocolate agar (CHOC; Remel) and MacConkey agar (MAC; Remel) plates were inoculated, and Sabouraud agar (SAB; Remel) plates were also inoculated, if the result of the Gram stain indicated yeast. Postsubculture, colony morphology was used as the basis for additional phenotypic testing, based on determinative protocols described in the Manual of Clinical Microbiology (2) and in accordance with guidelines issued by the Clinical and Laboratory Standards Institute (CLSI) (11) (12) (13) .
Blood cultures were examined to determine their representative Gram reaction and bacterial morphologies. Microorganisms were identified according to standard clinical laboratory methods (2), including Vitek 2 Gram-Positive identification (GP ID), Vitek 2 Gram-Negative identification (GN ID), and Vitek 2 Yeast identification (YST ID) (bioMérieux) cards.
DNA isolation from positive blood cultures. DNA was extracted from 200 l of remnant blood culture broth using a magnetic bead-based extraction method. The DNA Bacteria protocol was used to perform all extractions, along with either the associated DNA blood or DNA tissue kit (Qiagen, Valencia, CA) designed specifically for the BioRobot EZ1 instrument. The switch to the DNA tissue kit was undertaken after a decrease in signal intensity was noted for fungal species and some Gram-positive species in the first 98 samples. The rigid peptidoglycan encountered in Gram-positive bacteria and chitin encountered in fungi required a harsher extraction methodology in order to efficiently extract DNA from these organisms (33) . The EZ1 DNA tissue kit contains proteinase K within its buffers, providing a mechanism to more efficiently degrade these rigid cell walls, resulting in enhanced DNA extraction, and was used for the remainder of the samples. Those samples known to contain Gram-positive organisms or fungi were reextracted with the tissue kit and reanalyzed. If these organisms were known not to be present, the sample was not reextracted in the interest of resources, since a reanalysis would not provide new results. A centrifugation step was not performed prior to extraction for the removal of charcoal from the blood culture bottles. Samples were processed and eluted in 60 l elution buffer and stored until PCR/ESI-MS was performed.
PCR/ESI-MS. Protocols provided with the Sterile Fluid Bacteria and Candida assay, now called the BAC detection assay (Abbott Molecular), were followed using six samples per plate. Briefly, DNA extracted from the blood culture bottles was diluted to 160 l using the supplied DNA dilution buffer and distributed into the 96-well PCR plate across 16 wells per sample, such that each extract experienced 16 primer pairs targeted toward bloodstream pathogens. Of these primer pairs, ribosomal regions, antibiotic resistance genes, and bacterial group-specific primers were used. The primers and their functions are summarized in Table 1 .
In addition to target amplification components, each well contains calibrant DNA that is simultaneously amplified, allowing a positive amplification control and semiquantitative analysis. The relative intensity of the target DNA can be compared to that of the calibrant, which is present at a known concentration and provides a relative concentration of target DNA initially present.
The extracted DNA was amplified using the following PCR program on an MJ Research PTC 240 Tetrad 2 thermocycler: 95°C for 10 min; 8 cycles of 95°C for 30 s, 48°C for 30 s, and 72°C for 30 s; 37 cycles of 95°C for 15 s, 48°C for 20 s, and 72°C for 20 s; 72°C for 2 min; and hold at 4°C. The T5000 instrument was used to desalt the amplicon with anionic exchange and to detect the mass-to-charge ratio (m/z) for each amplicon via electrospray ionization into the time-of-flight mass spectrometer.
The T5000 dedicated software package was used to unambiguously obtain the base count of each amplicon, which was compared to the count in a reference database of the amplicon expected from each primer pair. A combination of results from each primer pair was used to identify the bacterial and fungal organisms present in the blood culture bottles. The confidence of identification was determined by the software package, utilizing information such as the number of copies of DNA per well, the number of primers making the identification, and the uniqueness of that base composition. For these experiments, all data meeting a threshold of 87.5% confidence for microbial identification were reported; data with Ͻ87.5% confidence were recorded as uninterpretable.
Comparative analysis. For this study, the results obtained by reference standard methods were defined as identification results generated using traditional phenotypic and biochemical analyses with the Vitek 2 system and additional reference standard phenotypic methods, as discussed above. Reference standard results were compared with the microorganism identifications made using the BAC assay. Results that were in agreement between the two methods were considered to be concordant, and those with documented discrepancies were further analyzed.
Retrospective culture-based analysis. To verify the presence of additional organisms determined to be present by the PCR/ESI-MS assay, 50 l of remnant blood culture specimens was enriched in 1 ml of either TSB with 0.5% sodium chloride Lim broth or chopped meat broth (CMB; Becton Dickinson), depending on the organism's metabolic requirements. The organisms were incubated in either ambient air, 5% CO 2 , or an anaerobic environment using a GasPakEZ anaerobe container system with indicator (Becton Dickinson). These enriched cultures were then subcultured on TSA, CHOC, MAC, SAB, or Columbia colistin naladixic acid (CNA) agar (Becton Dickinson) and incubated under the aforementioned conditions to isolate and identify any previously unidentified organisms. Selected organisms identified to have a discrepant genus or species by PCR/ESI-MS were isolated and cultured on TSA slants or CMB, incubated at 37°C for 24 h, and submitted for MALDI-TOF analysis using the BioTyper (version 2.0) program (Bruker Daltonics, Bremen, Germany), as previously described (10). 
RESULTS
For this study, microbial identifications, made using traditional reference standard methods with biochemical analysis and phenotypic methods, were compared directly to results obtained with PCR/ESI-MS. The standardized work flow for these experiments can be found in Fig. 2 . The distribution of the organisms selected from positive blood culture bottles at UMC during the evaluation period can be found in Table 2 . Table 2 illustrates the number of times that each of these organisms was identified in the context of a mixture. In several instances (15/234), the PCR/ESI-MS technique identified organisms that were not isolated in the original blood culture but that were later confirmed from targeted subculturing procedures using selective and differential media to allow outgrowth and identification of slower-growing microbes or organisms present at a low density. The resulting data are discussed below with increasing levels of complexity, first examining the identification concordance as a molecular Gram stain, then genus concordance, and finally, species concordance. Figure 3 illustrates the base composition results from each primer in the PCR/ESI-MS analysis for one representative sample.
Gram stain concordance. The result obtained from a Gram stain is the preliminary information that is used to guide antibiotic treatment in clinical patients (25, 41) . The first step in evaluating the PCR/ESI-MS capability for identifying bloodstream infections was to determine that the organism that was identified is in agreement with the Gram stain result reported by the reference standard methods. During this study, we found no errors in designation of the correct Gram stain category by the PCR/ESI-MS.
Genus concordance. Concordance on the genus level is more relevant than a simple Gram stain concordance and is one of the fundamental assay parameters that could support targeted antimicrobial therapy. Of the 211 organisms contained in the 234 blood culture bottles, a 98.72% combined genus concordance was observed, as illustrated in Table 3 . This high concordance value takes into account those samples in which one organism of each sample was correctly identified but a falsenegative or false-positive result was also observed, in addition to the concordant result. Species concordance. An additional level of identity is achievable using the PCR/ESI-MS technique to obtain organism identification on the species level. Of the 234 blood culture bottles that were evaluated and the 211 organisms contained within those bottles, a 96.58% species combined concordance was observed, as illustrated in Table 3 . This value takes into account those samples that contained additional organisms and mixed organisms where one organism of each sample was correctly identified.
Species identification is clinically relevant in a variety of situations, particularly when nonpathogenic skin flora need to be distinguished from true pathogens, such as viridans group streptococci from Streptococcus pneumoniae and coagulasenegative staphylococci (CoNS) from Staphylococcus aureus, which may appear to be nonhemolytic colonies under certain circumstances. In this data set, there were six incidences where Mixtures. This study analyzed a select set of patient samples that contained mixtures of organisms to demonstrate the ability of PCR/ESI-MS to identify coinfections. A tabulated list of mixtures determined by PCR/ESI-MS can be found in Table 4 . Of the 29 mixtures investigated, 19 contained mixtures of two or more Gram-positive organisms, 3 contained mixtures of two or more Gram-negative organisms, 2 contained a mixture of fungi with Gram-positive/Gram-negative bacteria, and 5 contained mixtures of a Gram-positive organism with a Gramnegative organism. Of these mixtures, 7 were found to have a false-negative result by PCR/ESI-MS, where one organism of each sample was correctly identified but the second organism was not, resulting in a 24% error rate for mixtures. A rationale for this occurrence is further addressed in the Discussion section.
Detection of Saccharomyces sp. in blood culture bottles. In a significant proportion of samples (31.9%), a detection of Saccharomyces cerevisiae was made, in addition to the bacterial identification. It was determined, as discussed below, that this identification was a contamination from the blood culture medium itself and not a true bloodstream infection.
Negative blood culture bottle evaluation. An additional experimental set was investigated to determine how PCR/ ESI-MS handles negative blood culture bottles that should contain no microorganism. For this evaluation, 45 blood culture bottles, deemed negative after extended growth and continuous monitoring, were evaluated by PCR/ESI-MS using the same protocol used for positive blood culture bottles. All 45 negative blood culture specimens were identified as negative by PCR-ESI/MS, resulting in 100% concordance. An artifact Saccharomyces sp. signal was detected in 39 of the 45 negative bottles, and an additional signal from Bacillus coagulans was detected. These are spurious false-positive results determined to be DNA contamination within the bottle, as evidenced by a lack of growth after 5 days determined by reference standard methods, as well as the fact that the results were found in a single batch of bottles and the same base composition was demonstrated.
DISCUSSION
The critical nature of bloodstream infections and sepsis creates a clear and imposing unmet need for rapid and accurate diagnostic methods to identify and characterize bloodstream pathogens. Under these premises, the overall significance of rapid results is clear because they have the potential to alter the course of diagnosis and treatment of bloodstream infections and sepsis.
Identification of additional organisms. The most important finding in this experiment was from the samples in which additional organisms that were not previously characterized by standard clinical testing methods were identified. Because the PCR/ESI-MS technology uses broad-range PCR amplification, it is capable of amplifying and detecting very low levels of (44) . Viridans group streptococci are potentially nonpathogenic organisms, whereas Streptococcus pneumoniae is pathogenic and can cause bacterial meningitis and pneumonia. We found that for bottles in which a mixed infection was found, more than 24 h of incubation was sometimes required before the typical glistening colony morphology or central colony depressions of S. pneumoniae (45) could be readily identified among the colonies on a lawn of other alpha-hemolytic colonies. Misidentification of S. pneumoniae and viridans group streptococci has also previously been known to occur when traditional phenotypic methods (20, 43) or MALDI-TOF approaches (10) are used for identification of alpha-hemolytic streptococci. Overall, the reference standard clinical microbiological methods were incorrect in six cases when S. pneumoniae was identified by PCR/ESI-MS.
Mixtures. The major drawback to the current clinical methods for identification of bloodstream infections is the requirement for subculture to isolate organisms prior to evaluation. The PCR/ESI-MS technique is advantageous due to its ability to characterize mixtures of organisms directly from raw blood culture broth without the need for separation of colonies by subculture. Additionally, because the PCR/ESI-MS is able to provide semiquantitative data, it is possible to approximate microbial burden of infections. A clear example of the power of the PCR/ESI-MS mixture resolution can be found for sample BCB115, the results for which are illustrated in Fig. 3 . This sample contained a mixture of Bacteroides thetaiotaomicron and methicillin-resistant Staphylococcus aureus detected by PCR/ESI-MS, allowing the detection of a Gram-positive aerobic organism and an anaerobic Gram-negative organism in one signal assay.
A second example of PCR/ESI-MS distinguishing mixtures of organisms was demonstrated with BCB222, from which both a Gram-negative organism, Acinetobacter baumannii, and a yeast, Candida albicans, were identified from a single specimen. In this specific example, it is important to note that the original clinical evaluation was not able to detect the presence of C. albicans, when reference standard methods were used in a routine clinical setting. The presence of C. albicans was confirmed by additional enrichment subculture and biochemical testing.
The ability of the technique to resolve mixtures is not limited to genetically dissimilar organisms, as discussed above, but the technique can also distinguish a mixture of several different species of organisms, as demonstrated by BCB028. This sample contains a mixture of CoNS, which would not ordinarily be distinguished at the species level by routine clinical testing. The PCR/ESI-MS technology was able to identify three different species of staphylococci: Staphylococcus capitis, S. epidermidis, and S. warneri. This information provides a more accurate representation of the blood culture than that which occurs when only the predominant organism (CoNS) is identified in a two-bottle positive set of blood cultures. This example demon- strates the PCR/ESI-MS resolving capability to distinguish even genetically similar organisms and will aid in tracing the epidemiology of infection. This level of detail has not been the norm for historic laboratory methods and can, in some instances, provide more information than what is necessary for diagnosis. Proper training would be required for qualitative assessments made with complex samples to allow standardization. In some cases, a polyphasic approach (genotypic and phenotypic approaches) will need to be combined with clinical assessment of the patient to resolve the clinical relevance of mixed infections.
Although the PCR/ESI-MS technology has the ability to resolve mixtures, there are known limitations to this capability, as demonstrated by the relatively high false-negative error rate of 24%. Of the 29 samples that contained mixtures, 7 of these samples were identified to be false negative and the secondary organism was undetected by PCR/ESI-MS, as illustrated in Table 4 , but was found to be present by traditional bacterial culture and biochemical testing. Four of these seven falsenegative samples included beta-hemolytic streptococci suppressing the detection of staphylococci, and three of these seven included a Staphylococcus sp. suppressing the signal of enterococci, resulting in preferential amplification. One possible explanation for this result is dependent on the relative amount of DNA for each organism present in the sample. However, another cause may be more plausible. Although not thoroughly investigated to date, the primers used in the PCR/ ESI-MS assay are able to amplify genes only when the DNA concentrations of each species were of a similar order of magnitude. The primers will quickly be saturated with DNA from the most abundant organism, leaving microorganisms present in lower titers undetected. This effect is mitigated if the organisms are identified by nonoverlapping pairs of primers, eliminating the competition of each target for the primers. This is of additional concern when samples are analyzed after some period of growth, such as with blood culture bottles, where one organism may grow more rapidly than another. This may result in drastically different titers of organisms present in the blood culture specimen at the time of positivity. However, this is not the case with staphylococci and streptococci, which have similar times to positivity in blood culture bottles (38) .
One potential resolution to this issue would be to perform a controlled experiment, comparing the results produced when DNA is extracted and amplified from suspensions of bacterial mixtures that were prepared by varying each of the microbial densities to mimic common bacterial mixtures that may be encountered in blood culture bottles. This experiment was beyond the scope and purpose of this study, yet resolution of issue will be important in future experiments with pure cultures and mixed infections.
Discordance. In both genus and species analyses, discordance was evaluated and characterized. A false-negative result for mixtures is discussed above as likely being due to preferential amplification. False-positive results for mixtures rarely occurred (1.71% for genus identification, 2.99% for species identification), and in all instances, the primary organism identified by reference standard methods was correctly identified by PCR/ESI-MS. In these false-positive identifications, the secondary organism identified was a low-confidence identification, as rated by the Ibis T5000 software. This is likely due to a deviation of the clinical strain from the reference standard strain, resulting in an additional false identification that would require additional testing in a clinical situation. Theoretically, contamination from environmental organisms might happen on this open platform, but this is highly unlikely due to the rigorous cleaning of instrument components between assays with different samples. Finally, the discordant results listed in Table 3 for genus identification (0.43%) and species identification (2.56%) cannot be resolved. In all cases, the discrepant result is very genetically similar to the clinical identification. For example, for 4/6 discordant species results, the clinical identification is Enterobacter cloacae, while PCR/ESI-MS identified E. hormaechei. Because the PCR/ESI-MS technique uses genetic information, which is more variable between species than the phenotypic profile, it is likely that the PCR/ESI-MS identification is correct, and without sequence analysis, this problem cannot be resolved.
Detection of Saccharomyces sp. in blood culture bottles. The identification of a Saccharomyces sp. contaminant was made in several blood culture bottles. An evaluation of blood culture bottles confirmed that DNA was present in the broth, likely due to DNA from yeast extracts used in the broth formulation. In all situations, the number of genomes per well of the yeast contamination was reported to be very low and never competed with the identification of the predominant organism present. Although Saccharomyces cerevisiae is known to cause empyema and fungemia in some rare cases (3, 19, 27) , the resulting DNA amplicon detected was from the same strain in all cases, having the same base composition and being present at a low signal strength, barely breaking the cutoff signal requirements of the assay. Therefore, for this sample set, low Saccharomyces cerevisiae signals were considered to be an artifact of the assay. For fungal testing, manufacturers of blood culture bottles and suppliers of broad-range amplification methods will need to work toward the removal of background fungal DNA from broth used for PCR-based testing.
Comparison to other methods. Overall, the results obtained by PCR/ESI-MS are able to achieve high levels of concordance with those of existing reference standard techniques currently being used in the clinical setting. Results from PCR/ESI-MS can be achieved in 5 to 6 h, whereas culture and biochemical characterization techniques typically require 1 to 5 days to confirm microbial identification. PCR/ESI-MS has the potential to overcome a major bottleneck in diagnostic microbiology and could guide medical practitioners toward a more rapid deescalation from the use of broad-spectrum empirical antimicrobials to the administration of appropriate targeted antibiotics.
Despite the potential advantages of the PCR/ESI-MS technique, there are several drawbacks. This work was performed on the Abbott Molecular T5000 PCR/ESI-MS, the first model available to laboratories for research-use-only (RUO) testing. The T5000 was prone to a number of significant mechanical malfunctions during the course of this study. To overcome this limitation, Abbott Molecular has designed a newer model of this instrument, called the PLEX-ID, which is designed to be more robust and provide a streamlined platform and software interface more suitable for use in the clinical laboratory. An additional limitation is the T5000's current requirement for batching of samples in sets of six, preventing the random access that would be optimal in a clinical setting. While this issue has been partly addressed by the override function of the nextgeneration instrument, which allows STAT samples to be preemptively analyzed, the bulk of the system still requires batch processing and limits the practical routine use of the instrument under low-volume testing conditions. Finally, the costs of the instrument and reagents remain high and represent a significant disadvantage to the routine use of the technology in clinical laboratories.
A comparison to the MALDI-TOF/MS technique is relevant to the discussion (10, 46) . MALDI-TOF/MS measures the m/z values of proteins expressed by a microorganism and correlates the spectra back to the spectra in databases comprised of experimental spectra collected from culture collection strains. This type of analysis is very rapid, from the moment of sample preparation to the time of identification of microorganisms, and achieves high levels of concordance with standard methods, comparable to those reported in this paper and others (10, 30, 39, 40, 46) . The cost per analysis for MALDI-TOF/MS methods is very low. The instrument allows random access, is highly automated, requires little training, and has the potential to be integrated into clinical labs. However, MALDI-TOF/MS analysis may in some instances require a bacterial isolation step prior to analysis, which slows the time to results. In addition, the instrument currently does not have the capacity to identify mixed samples or the analytical sensitivity to detect less than 10 4 to 10 5 CFU. As discussed above, the PCR/ ESI-MS technique does not have a requirement for subculture and can therefore provide faster, unambiguous identifications of microorganisms present in blood culture bottles. Furthermore, at this time MALDI-TOF/MS does not have the ability to identify antimicrobial resistance genes like the PCR/ESI-MS technology does. Although not discussed at length in this report, PCR/ESI-MS has the ability to evaluate samples for the antibiotic resistance genes contained in the genomes of particular organisms of interest, particularly ␤-lactam resistanceencoding genes for Staphylococcus spp. (mecA), the vancomycin resistance gene for Enterococcus spp. (vanA/vanB), and the carbapenem resistance gene for Klebsiella spp. (bla KPC ) The ability to detect antibiotic resistance genes is indicated in Fig.  3 , where the detection of the mecA gene was seen for sample BCB115. The ability to do so will further increase the ability to administer targeted antibiotics and avoid the use of unnecessary ineffective medication. Since there are no highly abundant proteins routinely measured that are directly associated with these antibiotic resistance genes to date, MALDI-TOF/MS methods are not capable of identifying these potential antibiotic-resistant organisms.
Conclusion. This study was designed to evaluate the feasibility of the use of PCR/ESI-MS to identify microorganisms directly from blood culture bottles in the clinical microbiology laboratory. The high concordance of the results of this technique with those of standard methods, particularly at the genus level, demonstrates that the PCR/ESI-MS technique is capable of rapidly evaluating clinically complex specimens, providing information as to the selection and administration of targeted antibiotics. The use of this technique in a clinical setting has the potential of lowering the turnaround time for microbial identification. Additionally, the method provides a potential mechanism for intervention with faster, targeted antibiotic therapy, which in turn may provide a decrease in the mortality rate and reduce the amount of financial resources spent by providing medical personnel with accurate information about bloodstream infections. If adapted for diagnostic purposes, the method could provide an innovation that may improve the speed and accuracy of pathogen identification. Full evaluation with fresh blood culture samples and clinical utility studies that include cost-benefit analysis are needed before the full impact of the technology can be ascertained. Maximum impact could occur if the technology was adapted for use with a high-volume blood extraction technology with whole-blood samples, which represents the focus of our future research. Although it should be noted that currently the error rate for identification of mixtures in this study was relatively high, at 24%, the PCR/ ESI-MS method remains at the forefront of microbiological identification methods for single pathogen detection directly from blood culture bottles.
This study was designed to demonstrate the performance of the BAC detection assay by challenging it with a positive sample set handpicked for diversity of species. The study was not designed to be a full assessment of the BAC assay's sensitivity and specificity, which, of course, must follow prior to clinical use. On the basis of assay performance with this sample set, this novel technique has the potential for rapid and accurate analysis of a wide range of microbes, alone or present as coinfections.
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